MUNICIPAL CORPORATION OF DELHI
KASTURBA HOSPITAL
DARYA G/ NJ, NEW DELHI-110002
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Subject: Invitation for Quotations.

Quotations are invited for the purchase of Plasma Thawer ( One unit ) for Pathology
Department, Kasturba Hospital.

S.No | Description of work/Item Total no. of Items. ]
As Below _ As below Quotation to be submitted in the

1 Purchase of Plasma Thawer ( | [ Unit Office of Addl. M.S./KH Latest by
One unit ) for Pathology 2:00 pm on 04.10.2024 and same
Department, Kasturba will be opened on same day at
Hospital. 2:30PM

Specifications of Plasma Thawer

1. Should be an automatic, table top model with outer construction ( cabinet ) of mild steel duly
powder coated & insulated with high density CFC free polyurethane foam.

2. The inner tank be made of 100% stainless steel eliminating the possibility of rust & leaks. The
inner chamber should have high quality lid.

3. Should be able to thaw 4-8 plasma bags (FFP/Apheresis bag) of any size in 25-30 minutes.
Suitable arrangement should be present to place the bags vertically & securely . Baskets
should be designed to keep plasma bags submerged during the thawing cycle

4. Should be a water bath-based system ith microprocessor based temperature controller -
operating at a preset temperature of 37-40*C +/-0.5*C.

5. Independent safety thermostat to shut off heater if temperature exceeds average

temperature
6. Should have a water inlet and outlet with the presence of a drain valve to drain water within

2-3 minutes.
7. Should be equipped with a temperature sensor and audio/visual temperature alarm system.

8. Should have leak detection sensors.

9. Should have digitally LED display with touch screen operation, displaying water temperature
and programmable setting of length of thawing cycle and also indicating remaining cycle in
minutes with audio/visual completion indicator. Cycles can be interrupted to check units or

add additional bags
10. Stainless steel Heating element - which should be non-obstructive/ concealed and easily

replaceable.

11. The unit should be capable of operating continuously in ambient temperature of 10-45*C
and relative humidity of 15-90%.

12. Should have deep thawing chamber with a stirrer for water circulation and gentle rocking
for uniform heating.

13. Suitable system of voltage corrector /stabilizer to be provided along with.

14. Should be FDA/CE/BIS/approved or ISO certified.

15. Should conform to standard of electrical safety.
16. Should have 5-year warranty and rates for next 5-year CMC to be quoted at the time of

financial bid. Response Time to attend the complaint during Warranty & CMC to be 24 hours
while repairing /replacing the defect during Warranty & CMC to be done within a week of

complaint.
17. User manual and service manual in Eng’ish.



18. List of consumables =if any - to be submitted along with their rates for next 5 years.

19. Certificate of calibration and inspection from the factory. ‘ '

20. A undertaking to be provided by parent company that after sales service will be provided by
' parent company.

General terms and conditions

e The quoting company / principle company / manufacturing company / brand name /
dealer should never be debarred from any government institution
It should be provided with 5 years warranty and CMC for next 5 years
Repair should be done within 7-14 days with replacement of instruments
The company should have a service centre in Delhi.
The company will arrange for demonstration at their own cost.
The dealer should be the authorized agent of company or the company
* The company should provide replacement of instruments when it is being repaired.
* Unitshould be of BIS standard/ European CE / USFDA certified.
e All the instruments including telescope should be of same company
° Principal company should have their own service centre in Delhi / NCR.
* Unit should be provided with formalin chamber for instruments
The firms should submit the following:-
(a) Copy of PAN Number
(b) Copy of GST Registration No.

(c) Should provide at a rate which is lesser than or equal to at which supplied to govt.
hospital including MCD.

(d) Should not be blacklisted.

Note:- Item name and Quotation Letter Number with
top of the Sealed Envelope.

date should be mentioned on the

N /ﬂ‘ﬂ’q
Addl.MS
Kasturba Hospital
Distribution:

’1. AO(IT) for uploading on MCD Website(Through E-mail )
2. Notice Board Kasturba Hospital. Hindu Rao Hospital, RBIPMT, GLMH, SDNH, ID
Hospital (Through E-Mail)
3. HOD/Pathology/KH
Copy for Information to:
. MS/KH
2. Accounts Officer/KH



